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Table 11. Comparison of Lamperti chamber to the 50 kV NPL standard 



NPL reference 


Generating potential 


Half-value layer 


Ratio of the NIST 


number 


(kV) 


(mm Al) 


to the NPL standard 
chamber response 


2.4.2 


10 


0.036 


0.9951 


2.4.3 


11.5 


0.05 


1.0006 


2.4.4 


14 


0.07 


0.9996 


2.4.5 


16 


0.1 


0.9995 


2.4.6 


20 


0.15 


0.9992 
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Table 12. Comparison of the Ritz chamber to the NPL 50 kV standard 



NPL reference 


Generating 


Half-value layer 


Ratio of the NIST 


number 


potential 


(mm Al) 


to the NPL standard 




(kV) 




chamber response 


2.4.6 


20 


0.15 


0.9977 


2.4.7 


24 


0.25 


0.9978 


2.4.8 


34 


0.35 


0.9989 


2.4.9 


41 


0.5 


0.9973 


2.4.10 


44 


0.7 


0.9983 


2.4.11 


50 


1.0 


0.9983 


Mo 28 


28 


0.30 


0.9958 


Mo 28 Exit 


28 


0.62 


0.9937 



Table 13. Comparison of the Ritz chamber to the NPL 50 kV standard 



NPL reference 


Generating 


Half-value layer 


Ratio of the NIST 


number 


potential 


(mm Al) 


to the NPL standard 




(kV) 




chamber response 


2.2.1 


50 


1.0 


0.9987 


RQR6 


80 


2.9 


0.9941 



902 



